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Abstract25
26

The fundamental measurement of the Tropospheric Emission Spectrometer (TES) on board27

the Aura spacecraft is upwelling infrared spectral radiances. Accurate TES retrievals of surface28

and atmospheric parameters such as trace gas amounts critically depend on well-calibrated29

radiance spectra. On-orbit TES nadir observations were evaluated using carefully selected,30

nearly coincident spectral radiance measurements from AIRS-Aqua and special S-HIS31

underflights. Modifications to the L1B calibration algorithms for TES V002 data resulted in32

significant improvements for the TES-AIRS comparisons. The comparison of TES with S-HIS33

(adjusted for geometric differences) show mean and standard deviation differences of less than34

0.3 K at warmer brightness temperatures of 290-295 K.  The TES/S-HIS differences are less than35

0.4 K at brightness temperatures of 265-270 K. There are larger TES/SHIS comparison36

differences for higher frequency TES 1A1 filter, which has less upwelling radiance signal.  The37

TES/AIRS comparisons show mean differences of less than 0.3 K at 290-295 K and less than 0.538

K at 265-270 K with standard deviation less than 0.6 K for the majority of the spectral regions39

and brightness temperature range. A procedure to warm up the optical bench for better alignment40

in December 2005 gave a 4-fold increase in the SNR (signal-to-noise ratio) at higher frequency41

ranges. Recent results from a long-term comparison of TES SST (Sea Surface Temperature)42

observations with the ROI (Reynolds Optimally Interpolated) SST product demonstrate TES43

radiometric stability.44

45

AGU Index Terms: 3360 Remote Sensing, 0360 Radiation: transmission and scattering, 039446

Instruments and techniques47



3



4

48

1. Introduction49

50

The Tropospheric Emission Spectrometer (TES) is a Fourier Transform Spectrometer (FTS)51

flying on the NASA Aura platform [Beer et al., 2001; Beer, 2006, Schoeberl et al., 2006].  The52

fundamental measurements used in the TES retrievals are the upwelling infrared spectral53

radiances.  Thus, accurate radiances are critical for both trace gas profile retrievals for air quality54

as well as radiative forcing for climate [Gauss et al., 2003].  For example, any radiometric55

systematic errors (e.g. calibration) not addressed in the L1B radiances will propagate as errors in56

the retrieved parameters [Bowman et al., 2006, Worden et al., 2004].  The quality of the TES57

spectra has improved significantly since launch in July 2004; it is the purpose of this paper to58

provide a brief overview of the improvements and benchmark the current radiometric accuracy,59

principally through comparisons with instruments whose accuracy is well documented.60

TES has a number of observational modes (e.g. Global Survey, Step-and-Stare, Transect).61

In Global Survey mode TES makes measurements along the satellite track for 16 orbits with a62

spacing of ~182 km; in Step-and-Stare mode nadir measurements are made every 40 km along63

the track for approximately 50 degrees of latitude; in Transect mode observations consist of64

series of 40 consecutive scans spaced 12 km apart.  TES also has the capability to perform both65

nadir and limb viewing, but for the validations presented here we have focused on the nadir-66

viewing mode.  TES nadir spectra have 0.06 cm-1 unapodized spectral resolution and have67

footprints of 8 x 5 km2 resulting from the averages of 16-element detector arrays where each68

detector has a 0.5 x 5 km2 nadir footprint. Figure 8 is an example of the TES nadir spectrum69

from November 7, 2004.70
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TES L1B processing produces radiometrically and spectrally calibrated radiance spectra71

from L1A interferograms.  Interferograms for calibration targets, i.e., the reference blackbody at72

340K and a view of cold space, are taken routinely so that nadir and limb earth views are73

bracketed in time with calibration measurements.  For Global Survey observations, the time span74

between calibrations is 82 seconds and calibration scans are included in an optimal fit for time75

variability that also reduces their noise contribution through averaging.  For special observations,76

the time spans are longer:  7.5 minutes for the Transect mode and 17 minutes for the Step-and-77

Stare mode.  Special observations use a linear-in-time interpolation of scan averages taken before78

and after the target observations.  Based on studies of calibration stability, a linear interpolation79

over these bracketing time scales is sufficient to capture changes in the instrument-offset80

radiance.81

To calibrate an individual target scan with averaged, time interpolated cold space and82

blackbody spectra, the TES calibration algorithm follows the methods first proposed by83

Revercomb et al. [1988a] using complex calibration and target spectra to explicitly remove84

instrument phase errors.  The TES L1B algorithm is described in detail in the Algorithm85

Theoretical Basis Document (ATBD) [Worden and Bowman, 1999] and results from the86

instrument-commissioning phase are given in Worden et al. [2006].87

In order to ascertain the quality of the TES radiances, comparisons were made between88

TES spectra and measurements from two other spectrometers, the Atmospheric Infrared Sounder89

(AIRS) on NASA’s Aqua satellite [Aumann et al., 2003] and the Scanning High-Resolution90

Interferometer Sounder (S-HIS) flown on an aircraft. AIRS measures 2378 infrared radiances91

between 650 and 2665 cm-1 with a resolving power (λ/Δλ) of 1200 (e.g. 0.5 cm-1 at 600 cm-1; 2.092

cm-1 at 2400 cm-1).  Brightness temperature comparisons of AIRS with S-HIS show the AIRS93
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radiometric accuracies to be ~0.2 K for most channels [Tobin et al., 2006]. The S-HIS design and94

calibration techniques have developed from experience with the HIS and from the ground based95

Atmospheric Emitted Radiance Interferometer (AERI) instruments developed for the DOE96

Atmospheric Radiation Measurement (ARM) program [Revercomb et al. 1988a, 1988b, 1996].97

For a description of the calibration approach and algorithms used for AERI, which are similar to98

S-HIS, the reader is referred to Knuteson et al. [2004a, 2004b].  The S-HIS has programmable99

cross-track scanning with ~2 km footprints when flying on an aircraft near the tropopause.  The100

focus of the design of the S-HIS has been on obtaining accurate calibration, and perturbation101

analysis of the radiometric calibration shows that the S-HIS has absolute radiometric102

uncertainties of less than 0.15 K for scene brightness temperatures greater than 250 K.103

In Section 2.1 comparisons between TES and AIRS are used to highlight the increased104

accuracy in the TES spectra due to changes in the TES L1B algorithm (V001 to V002). In105

Section 2.2 the improvement in the TES 1A1 band obtained through an optical bench warm up is106

discussed. In Section 3, S-HIS and AIRS radiance comparisons are used to validate the TES107

spectra. Section 4 presents an overview of TES sea surface temperature (SST) comparisons,108

which are used to show the long-term stability of the TES radiances.109

110

2. TES Radiance Updates111
112

2.1 TES L1B Algorithm Improvements113

114
Significant improvements to the L1B algorithms were made between data versions V001115

and V002.  The most significant updates are to the modeling the time dependence, and the116

improved sampling phase alignment.  These changes included a more robust approach to the117
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correction for the ambiguous linear sampling phase that can be different between scans and must118

be aligned before averaging and complex calibration can be performed.  The complex calibration119

was computed using Equation (1):120

LT arg et =
CT arg et − CCS

CBB − CCS

εBBB TBB( ), (1)121

where, LTarget is the calibrated TES target radiance, CTarget complex target spectrum,  CCS complex122

cold space view spectrum, CBB complex blackbody spectrum, εBB blackbody emissivity, and the123

Planck function for the blackbody B(TBB) at temperature T.  Note that the contribution of the124

cold space blackbody (~3K) is negligible.  The optimal fit for time variability in Global Surveys125

calibration data was also included for V002 data.  The most significant source of time variability126

over a Global Survey was the build-up of ice on the detector arrays (which is removed by127

decontamination cycles).128

Since the AIRS-Aqua is just 15 minutes ahead of TES-Aura on the “A-Train” orbit, TES129

comparisons with AIRS spectra were used as a metric for algorithm improvements.  For the130

TES/AIRS comparison, 190 TES nadir targets from Global Survey 2147 (16-orbits) on131

September 20, 2004 that have a 0.5 K homogeneity in surface brightness temperatures across a132

detector array were identified. Of these 50, were confirmed as homogenous for AIRS also, as133

determined by the AIRS spatial uniformity tests discussed in Aumann et al., [2006].  These134

homogenous nadir targets are the cases for TES L1B algorithm improvements used for TES135

V002.  Figure 1 shows the improvement in the TES/AIRS ratio in the V002 (Panel B) calibration136

as compared with V001 (Panel A).  For the TES/AIRS comparison, the high-resolution TES137

spectrum was convolved directly with the lower resolution AIRS SRF (spectral response138

function) provided for each AIRS channel.  This direct application of the AIRS SRF to TES data,139
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essentially assuming the TES spectrum is monochromatic, is accurate to within 0.002 K140

[Sarkissian et al., 2005].141

Figure 2 - Figure 4 show the frequency and time dependence of TES-AIRS comparisons142

for TES 2B1, 1B2 and 2A1 filters. These figures show results for single pixel comparisons.  For143

each filter, the top panel shows the average over 50 nadir targets of the TES-AIRS brightness144

temperature difference as a function of frequency on the AIRS frequency grid.  The bottom145

panels show averages over frequency as a function of target index or time, spanning about 26146

hours.  These plots demonstrate how the different V002 improvements affect the TES frequency147

ranges.  In the 2B1 filter, the most significant improvement is from modeling the time148

dependence, while in 1B2 and 2A1, the time dependence is nearly flat in both the baseline and149

prototype runs, as expected from the spectral dependence of ice absorption which has a broad150

peak centered around 830 cm-1.  For 1B2, and especially 2A1, we see large improvements due151

primarily to the improved sampling phase alignment.  Table 1 contains V001 and V002 full filter152

averaged statistics for Global Survey 2147.  Also included in the table are comparison results153

from Global Survey 2931 on May 21, 2005, which had 320 match-up target scenes.  Note that154

the statistics in Table 1 are computed using TES 16-pixel scenes.  These V002 L1B155

modifications have resulted in improved TES retrieval parameters as demonstrated, for example,156

in sea surface temperature retrievals, for V001 data vs. V002 data [Tremblay et al., this issue],157

and in ozonesonde comparisons for V001 data [Worden et al., 2007] vs. V002 data [Nassar et158

al., this issue].  Comparison results in the TES 1A1 filter are not shown here as these L1B159

improvements had much less impact on this band due to the very small contribution of the160

instrument background radiance at those frequencies.  In addition, the overlap region between161

TES and AIRS in this filter is very small (2181-2251 cm-1) and covers a spectral region not used162
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for TES retrievals as it can contain a significant amount of unusable TES spectral “spikes” that163

are not easily identified at these low radiances. Analysis of the frequencies and amplitudes of the164

TES spectral spikes points directly to electromagnetic pickup of the analog-to-digital converter-165

sampling clock by the signal chains [Beer et al., 2003].  The main improvement for radiances in166

the 1A1 filter was obtained from the on-orbit optical bench warm-up.167

168

2.2 TES Instrument Improvements: Optical Bench Warm-Up169

170

The optical bench warm-up was used to adjust and maintain the alignment of the instrument171

beam-splitter, thus increasing the integrated spectral magnitude (ISM).  The ISM is calculated as172

the integration of the raw spectrum for a given filter when the instrument views the on-board 340173

K blackbody calibration source.  The ISM calculation is performed routinely providing a174

sensitive measure of the trend in the mean signal levels at the detector.  Figure 5 contains a plot175

of normalized Integrated Spectral Magnitude (ISM) that has been updated from the one176

presented in Rinsland et al. [2006] to cover the time period from launch until March, 2007.177

From launch until the optical bench warm-up, which took place between November 29 and178

December 2, 2005, there was a steady drop in ISM.  The periodic jumps in the ISM corresponded179

to small increases in the optical bench temperature during routine decontamination for ice180

buildup, which was needed more frequently at the beginning of a mission.  These increases181

confirmed the results from pre-launch calibration that the beam-splitter alignment could be182

adjusted by changing the temperature of the optical bench.  The optical bench warm-up of 6K183

resulted in an increase of a factor of 3.4 in the ISM.  This improvement has a significant impact184

on retrievals using the 1A1 filter.  For example, Rinsland et al. [2006] showed that the degrees of185
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freedom for signal (DOFS), which is a measure of the number of independent pieces of186

information obtained in the retrieval [Rodgers, 2000], for CO increased by a factor of 2 (0.72 to187

1.45 averaged for 30S – 30N) after the optical bench warm-up.  Unfortunately there are no good188

comparison observations available for an external evaluation of the radiometric accuracy after189

the improvements due to the optical bench warm-up. This is because AIRS does not have190

overlapping frequencies with the TES 1A1 filter in a region that is useful for comparisons and191

there are currently no available SHIS underpasses observations in cloud-free conditions after the192

optical bench warm-up.  However, in order to provide additional metrics on the impact of the193

optical bench warm-up we compare noise equivalent spectral brightness temperature (NESBT)194

for TES filter 1A1 before and after the optical bench warm-up.  NESBT is computed from the195

noise equivalent spectral radiance (NESR) by adding it to the Planck function for the average196

spectral brightness temperature, converting from radiance to brightness temperature and197

subtracting off the average spectral brightness temperature.  Figure 6 shows the NESBT plots198

for: (i) Run 3194, a TES global survey on November 27-28, 2005 just before the optical bench199

warm-up; (ii) Run 3202, a TES global survey on December 7-8, 2005 just after the optical bench200

warm-up; and (iii) Run 2298, which is the TES step-and-stare run used in the TES/SHIS201

comparisons and provided for reference.  Comparing TES observations just before (run 3194)202

and after (run 3202) provides an estimate of the noise improvements in the TES 1A1 filter203

obtained from the optical bench warm-up.  Note that the NESBT values in Figure 6 are likely an204

overestimate of the noise due to unidentified spikes being included in the calculations.205

206

3. Radiance Validations207

208
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TES nadir spectral radiances have been validated against both SHIS and AIRS.  Here we209

show examples of the radiance comparisons used to validate the TES observed radiances.210

211

3.1 TES/S-HIS Radiance Comparison212

 213

During the Aura Validation Experiment (AVE) there were several S-HIS underflights of214

TES.  We studied two cloud-free scans on November 7, 2004 where S-HIS flew under the TES215

overpass at an altitude of 18 km over the Gulf of Mexico.  The absence of clouds is determined216

by the zero cloud fraction retrieved by the Moderate Resolution Imaging Spectroradiometer217

(MODIS) and by the small variability in the 1103-1105 cm-1 window brightness temperatures218

demonstrated in the TES and S-HIS scans in Figure 7. The brightness temperatures plotted here219

have not been corrected for any geometric difference between the two sensors, therefore, given220

that TES is flying at a much higher altitude the TES brightness temperatures in the window221

region are expected to be cooler. An average TES spectrum for each scan was obtained by222

averaging the sixteen TES pixels; a corresponding SHIS spectrum was constructed by averaging223

the nine closest SHIS scans to the center of the TES scan. The SHIS footprints in Figure 7 show224

the SHIS scans used in the comparisons.  Unfortunately, there were no coincident AIRS225

observations available at this time.226

In order to compare the spectra from the different instruments Line-by-Line Radiative227

Transfer Model (LBLRTM) (Clough et al., 2005) forward model calculations were utilized to228

account for the differences between altitude and viewing angles (see Equation (2)).229

[TESSHIS ILS – ((LBLRTMTES ILS) SHIS ILS)] – [SHIS – (LBLRTMSHIS ILS)] (2)230

231
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The  in Equation (2) is the convolution operator. This follows the approach used to provide232

accurate and detailed assessment of the AIRS spectral radiance observations [Tobin et al., 2006].233

Implicit in this procedure is the assumption that the modeled atmosphere between the aircraft234

altitude and the satellite is representative of the true atmosphere.  When the atmosphere specified235

above the nadir S-HIS observation (18 km) does not represent the true atmospheric state there236

will be additional residuals in the spectral regions where there is emission above the aircraft.237

TES and S-HIS have spectral resolutions of 0.06 cm-1 and 0.48 cm-1, respectively.  In238

order to put the two sensors on the same resolution for comparison purposes, TES was convolved239

with S-HIS Instrument Line Shape (ILS).  Figure 8 shows a TES, S-HIS, and TES spectra240

convolved with the S-HIS ILS (TESSHIS ILS) for TES Run 2298, Sequence 3, Scan 10 on241

November 7, 2004.  Noticeable differences between TES and SHIS are evident in the spectral242

regions where there is significant emission above the aircraft (e.g. CO2 and O3 spectral regions).243

An example of the TES-S-HIS spectral comparisons, as defined by Equation (2), for the 2B1,244

1B2, 2A1, and 1A1 TES filters for Scan 10 are shown in Figure 9.  Note that more detailed TES245

spike remove was performed on the TES observations for these comparisons because the full-246

filter forward model calculations used to account for the geometric differences in Equation (2)247

were also used to further identify TES spikes; any 4-sigma (TES-LBLRTM) spectral points were248

removed from the statistics. Over most of the TES spectral regions there is good agreement with249

S-HIS.  The largest residuals are in the regions with significant emission above the aircraft (e.g.250

CO2 ν2 (~650-700 cm-1 in the 2B1), O3 (1020-1060 cm-1 in the 1B2), CH4 ν4 (Q-branch at 1306251

cm-1 in the 2A1), and the start of the CO2 ν3 (the 2180-2251 cm-1 in the 1A1)).  As stated earlier,252

incorrect specification of the atmosphere above the aircraft will result in differences beyond the253

differences in the instrument radiances themselves.  In addition, incorrect specification of the254
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atmosphere in a region in which one sensor is more sensitive to than the other will also generate255

differences that are not due to radiances themselves.  For example, a sensor flying on an aircraft256

will in general be more sensitive to the atmosphere just below the aircraft than an instrument257

observing from space (e.g. temperature and ozone).  Since there were no coincident and258

collocated sonde profiles available to specify the atmosphere state, the TES retrieved profile was259

used in the calculations. The TES a priori profile calculated from the GEOS global transport260

model maintained at NASA’s Global Modeling and Assimilation Office (GMAO) [Bloom et al.,261

2005] was tried (not shown), however it did not characterize the atmosphere as well as the TES262

retrieved profile.263

Additional insight from these comparisons is obtained from scatter plots of the combined264

brightness temperature differences from both Scans 8 and 10 as a function of brightness265

temperature (Figure 10).  There are small but systematic differences between the TES and S-HIS266

at warmer temperatures near the surface (285-300 K); filter 2B1 has a difference of -0.2 K, 1B2267

of –0.28 K, 2A1 differences are very close to zero, and the 1A1 band has a systematic difference268

of 0.5K. The 2B1 differences become slightly positive at wavenumbers below 700 cm-1, where269

emission is mainly from the tropopause region.  The 1B2 differences show a distinctive increase270

with decreasing temperature and wavenumber, as the emission moves into the O3 band.  Detailed271

TES-SHIS comparison statistics for 5K temperature bins at 265-270 K and 290-295 K are in272

Table 2.  It should be pointed out that the signal in the 1A1 region is low due to the cold273

temperatures and drop-off in radiance of the blackbody plank function at these wavenumbers and274

temperatures. Therefore, differences due to noise or spikes in the TES radiances will result in275

large brightness temperature differences in the 1A1 filter, especially at the high frequencies and276

cooler temperatures.277
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278

3.2 TES/AIRS Radiance Comparison279

280

A different perspective on the TES-AIRS differences can be obtained from the same281

dataset presented in Section 2.1 by plotting the TES-AIRS residuals as a function of the TES282

brightness temperature and frequency (Figure 11). For this analysis only clear sky scenes over283

ocean were used; a scene was determined to be clear using brightness temperature inter-pixel284

variability (16-pixel standard deviation <0.25 K), absolute brightness temperature (greater than285

273 K), and the lapse rate (greater than 3o C/km). Each of the bands reveals an interesting aspect286

of the TES-AIRS differences. The 2B1 differences are close to zero across most of the band287

(from the surface to the tropopause) and become negative at cooler temperatures in the part of288

the CO2 ν2 (650-680 cm-1) band where the emission is mainly from the tropopause and above.289

The 1B2 differences are also zero near the surface, but become positive (0.3 K to 0.4 K) at the290

cooler temperatures associated with the ozone stratospheric emission (1020-1040 cm-1). Finally,291

the residuals in the 2A1 band are approximately constant over the entire band with average292

difference values between 0.3 K and 0.5 K, even at the surface, where the residuals in 2B1 and293

1B2 are zero.  Some of the TES-AIRS comparison differences maybe attributed to the fact that294

the two observations may not be observing exactly the same atmosphere (e.g. water vapor,295

unscreened clouds, etc.) as they are not simultaneous measurements (15-minutes apart) and have296

different field-of-views. Detailed statistics for 5 K temperature bins at 265-270 K and 290-295 K297

can be found in Table 2.  The TES-AIRS standard deviations are larger than the TES-SHIS298

reported in Table 2.  This might be due to the fact that TES-AIRS comparison covers a wider299

range of atmospheric states than the TES-SHIS comparison, and/or that SHIS is a better-300
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calibrated instrument, especially when you consider that nine SHIS footprints are averaged301

together in one TES scene.302

303

4. TES Radiance Validation from SST Measurements304
305

In addition to direct AIRS and S-HIS radiance comparisons, TES radiances can be306

indirectly validated through comparisons of retrieved sea surface temperature (SST) (e.g. Hagan307

and Minnett, 2003; Aumann et al., 2006).  These SST comparisons by Tremblay et al. [this issue]308

for clear sky radiances (retrieved effective cloud optical depth ≤ 0.05) over two years,309

demonstrates the long-term stability of TES measurements.  It is important to note that the DOFS310

for the SST retrievals are generally close to 1 for these clear sky cases and therefore the TES311

SSTs are not biased by the a priori. Tremblay et al., [this issue] shows the time series of the SST312

bias with respect to Reynolds Optimally Interpolated (ROI) monthly average SST from313

November 2004 through November 2006 for nighttime and daytime.  The ROI dataset has the314

advantage that it is insensitive to clouds.  In addition, the ROI is a bulk SST measurement315

allowing for a skin-bulk SST comparison, which can be used to determine the sensitivity of the316

TES SST retrievals. The average nighttime bias over this period is -0.17 K and the daytime317

average bias is 0.04 K, which is the expected difference between skin (TES) and bulk (ROI)318

temperature measurements.  This ability to measure a skin-bulk temperature difference that is319

consistent with the expected physical skin-bulk nighttime bias of ~0.2 K, clearly shows that TES320

has a sensitivity at the 0.1 K level.  RMS differences of ~0.5 K are consistent with the other321

comparison results shown in this paper.  These results demonstrate that TES calibration has been322

very stable over the two-year period. It is also important to note that Tremblay et al., [this issue]323

provides further evidence that the a priori does not bias the SST retrievals under clear sky324
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conditions. They provide a case study in which the a priori surface temperatures over Lake325

Tahoe were 17 K higher than the retrieved values (due to the fact that land surface temperature326

were used instead of water surface temperatures), however, the retrieved surface temperatures327

still compare quite well with the in-situ measurements with a bias of –0.11 K and standard328

deviation of 0.30 K. 329

330

5. Discussion and Concluding Remarks331

332

Radiance comparison case studies of TES with S-HIS and AIRS are utilized to estimate333

the in-orbit radiometric calibration of TES. The mean and standard deviation of TES differences334

with both AIRS and SHIS are presented.  TES/S-HIS comparisons show a mean difference of335

less than 0.3 K with a standard deviation of 0.3 K for brightness temperatures at 290-295 K,336

except for the 1A1 filter where the reduced signal increases the brightness temperature337

differences. Note that TES comparisons with both AIRS and S-HIS at these warmer brightness338

temperatures (near the surface) show that the 2B1 and 1B2 filters agree with each other, but the339

2A1 filter is 0.2-0.3 K warmer.  If not taken into consideration this systematic error will impact340

retrievals that use multiple filters (e.g. TES cloud retrieval).  The TES/S-HIS comparison results341

for cooler brightness temperatures show mean differences less than 0.2 K with standard deviation342

less than 0.4 K at 265-270 K.  Since some of these comparisons at the cooler brightness343

temperatures are from spectral regions where there is significant contribution from the344

atmospheric emission, it is likely that the differences are greater than the differences in the345

instrument radiances themselves due to errors in the input profiles used to account for the346

atmosphere between the aircraft.  The TES/AIRS comparison show a mean difference of less347
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than 0.3K with a standard deviation of 0.6 K at brightness temperatures 290-295 K. Comparisons348

at cooler brightness temperatures 265-270 K show TES/AIRS mean and standard deviation349

differences of 0.5 K and 0.6 K, respectively.350

It must be noted that TES calibration errors increase significantly within about 10 cm-1 of351

the half-power point frequencies of the optical filters.  A study by Revercomb et al. (unpublished352

data, 2006) suggests the errors are likely due to a phase modulation resulting from interferometer353

velocity variations.  These errors are mitigated in the L2 retrieval by the selection of frequency354

ranges that do not include the filter edges.  Table 3 lists the useable spectral ranges that were355

determined based on the radiance comparisons.356

Even though great efforts have been made to obtain coincident and co-located radiance357

observations under conditions in which the true state of the atmosphere is known, this is a358

challenging task. In addition, TES radiance validation is on going since instrument properties can359

change over the mission lifetime. Future radiance comparisons (e.g. with S-HIS) under cloud-360

free conditions, over water (where the infrared emissivity is well known), and where the361

atmosphere has been well characterized (e.g. radiosondes, ozonesondes, etc.) would be extremely362

useful for this validation effort. In addition, TES/AIRS radiance comparison results can be363

further refined in the future by including more comparison. This article has focused on nadir364

observations that have a greater potential for coincident measurements.  Validation of TES limb365

radiances will rely heavily on model comparisons and will be addressed in a future publication.366

367

368

369
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482

Table 1.  TES V001 and V002 full-filter radiance comparisons483

TES-AIRS

Run 2147
9/20/2004

(50 target scenes)

Run 2931
5/21/2005

(320 target scenes)
TES
Filter

Wavenumber
(cm-1)

Mean Δ BT (K) STD Δ BT (K) Mean Δ BT (K) STD Δ BT (K)

2B1 650 - 920 -0.18 (-0.29) 0.46 (0.86) -0.13 (-0.31) 0.42 (0.54)

1B2 920 - 1160 0.01 (-0.05) 0.48 (0.52) -0.12 (-0.19) 0.38 (0.38)

2A1 1090 - 1340 0.34 (1.05) 0.36 (0.37) 0.35 (1.37) 0.32 (0.70)

 The evaluation statistics are averaged over the full filter.
 The values in ( )’s are from TES V001 release.

484

Table 2.  TES V002 Clear-sky radiance comparisons with AIRS and S-HIS485

TES - AIRS TES - S-HIS
Run 2147
9/20/2004

(43 clear-sky scenes)

2298 0003 08 and
2298 0003 10
11/07/2004

TES
Filter

Wavenumber
(cm-1)

Bright.
Temp.

(K)

Mean Δ BT
(K)

STD Δ BT (K) Mean Δ BT
(K)

STD Δ BT (K)

290-295 -0.07 0.61 -0.19 0.272B1 650 – 920

265-270 0.08 0.56 0.03 0.35

290-295 -0.02 0.50 -0.28 0.151B2 920 – 1160

265-270 0.44 0.45 -0.04 0.21

290-295 0.26 0.59 0.02 0.182A1 1090 – 1340

265-270 0.49 0.41 -0.11 0.36

290-295 0.56 0.941A1 1891 - 2251

265-270 1.03 1.73

The statistics are for 1-sigma.

486

487
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488

Table 3.  Spectral ranges for TES filters commonly used in the nadir489

Filter ID L1B min. L1B max. Suggested min. for L2 Suggested max. for L2
2B1 652 919 660 910

1B2 923 1160 950 1130

2A1 1090 1339 1120 1320

490
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List of Figure Captions491

492

Figure 1.  Plot of the radiance ratio (TES/AIRS) vs. radiance and color coded for frequency493
ranges.  Panel (A) shows the spread in values over the homogenous cases for the baseline494
calibration in V001.  Panel (B) shows this for the improved V002 L1B calibration.   495

Figure 2. TES/AIRS radiance comparison in the 2B1 filter for 50 cases for the TES Global496
survey 2147.  The top panel shows the brightness temperature difference as a function of497
frequency average over 50 cases.  The bottom panel shows the filter averaged TES-AIRS498
brightness temperature difference for each case as a function of time along the TES Global499
Survey.500

Figure 3.  TES/AIRS radiance comparison in the 1B2 filter, using the same plotting501
convention as Figure 2.502

Figure 4.  TES/AIRS radiance comparison in the 2A1 filter, using the same plotting503
convention as Figure 2.504

Figure 5.  Time series of normalized Integrated Spectral Magnitude (ISM) (top panel) and505
beam splitter temperature (bottom panel).  The ISM is the area integration of the TES506
spectral radiance viewing the on-board hot calibration source and they are normalized to507
1.0 at the beginning of the time series.508

509
Figure 6.  Plot of the TES 1A1 filter estimated NESBT (Noise Equivalent Source Brightness510
Temperature) values as a function frequency. Run 3194 is a TES global survey on511
November 27-28, 2005 just before the optical bench warm-up. Run 3202 is a TES global512
survey on December 7-8, 2005 just after the optical bench warm-up.  Also, plotted for513
reference is Run 2298, which is the TES step-and-stare run used in the TES/SHIS514
comparisons. The criteria for the scans included in the plots are: latitudes between 20S and515
20N, surface brightness temperatures between 290K and 295K, and screened with the TES516
master quality flag. Each plot is the average NESBT for TES scans that are each 15 pixel517
detector averages.518

519

Figure 7. Brightness temperature in the 1103-1105 cm-1 microwindow for TES nadir-scans520
(Run 2298, Sequence 3, Scan 8 and Scan 10), each consisting of sixteen 0.5 x 5 km2521
rectangular pixels, and nine S-HIS scans for the corresponding underflight; SHIS scans are522
~2 km circles.523

524

Figure 8.  Same example TES nadir spectrum from November 7, 2004 for filters 2B1, 1B2,525
2A1, and 1A1, but with the SHIS (red) and the TES spectral convolved with the SHIS ILS526
(blue) overplotted.527
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528

Figure 9.  Difference between TES and S-HIS brightness temperature residuals for Run529
2298, Sequence 3, Scan 10 at the S-HIS resolution, for filters 2B1, 1B2, 2A1, and 1A1.  TES530
V002 L1B radiances were used in this comparison. The red regions are the TES531
microwindows presently used in TES retrievals.532

Figure 10. Scatter plots of TES-SHIS brightness temperature differences as a function of533
brightness temperature and color coded in frequency bins, for Run 2298, Sequence 3,534
Scans 8 and 10.  The bold dashed lines are the 1-sigma standard deviation and the solid line535
is the mean.  TES V002 L1B radiances are used in the comparison.536

Figure 11.  Scatter plots of TES-AIRS brightness temperature differences as a function of537
brightness temperature and color coded in frequency bins, for 43 global clear sky cases538
over the ocean.  The bold dashed lines are the 1-sigma standard deviation and the solid line539
is the mean.540
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552

Figure 1.  Plot of the radiance ratio (TES/AIRS) vs. radiance and color coded for frequency553
ranges.  Panel (A) shows the spread in values over the homogenous cases for the baseline554
calibration in V001.  Panel (B) shows this for the improved V002 L1B calibration.555
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563

Figure 2. TES/AIRS radiance comparison in the 2B1 filter for 50 cases for the TES Global564
survey 2147.  The top panel shows the brightness temperature difference as a function of565
frequency average over 50 cases.  The bottom panel shows the filter averaged TES-AIRS566
brightness temperature difference for each case as a function of time along the TES Global567
Survey.568

569
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570

Figure 3.  TES/AIRS radiance comparison in the 1B2 filter, using the same plotting571
convention as Figure 2.572
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573

Figure 4.  TES/AIRS radiance comparison in the 2A1 filter, using the same plotting574
convention as Figure 2.575

576

577
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579

Figure 5. Time series of normalized Integrated Spectral Magnitude (ISM) for TES filter580
1A1 (top panel) and beam splitter temperature (bottom panel).  The ISM is the area581
integration of the TES spectral radiance viewing the on-board hot calibration source and582
they are normalized to 1.0 at the beginning of the time series.583

584

585
Figure 6.  Plot of the TES 1A1 filter estimated NESBT (Noise Equivalent Source Brightness586
Temperature) values as a function frequency. Run 3194 is a TES global survey on587
November 27-28, 2005 just before the optical bench warm-up. Run 3202 is a TES global588
survey on December 7-8, 2005 just after the optical bench warm-up.  Also, plotted for589
reference is Run 2298, which is the TES step-and-stare run used in the TES/SHIS590
comparisons. The criteria for the scans included in the plots are: latitudes between 20S and591
20N, surface brightness temperatures between 290K and 295K, and screened with the TES592
master quality flag. Each plot is the average NESBT for TES scans that are each 15 pixel593
detector averages.594

595
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597
Figure 7. Brightness temperature in the 1103-1105 cm-1 microwindow for TES nadir-scans598
(Run 2298, Sequence 3, Scan 8 and Scan 10), each consisting of sixteen 0.5 x 5 km2599
rectangular pixels, and nine S-HIS scans for the corresponding underflight; SHIS scans are600
~2 km circles.601

602
603
604
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606
Figure 8. TES nadir spectrum from November 7, 2004 for filters 2B1, 1B2, 2A1, and 1A1,607
with the SHIS (red) and the TES spectral convolved with the SHIS ILS (blue) overplotted.608
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621
Figure 9.  Difference between TES and S-HIS brightness temperature residuals for Run622
2298, Sequence 3, Scan 10 at the S-HIS resolution, for filters 2B1, 1B2, 2A1, and 1A1.  TES623
V002 L1B radiances were used in this comparison. The red regions are the TES624
microwindows presently used in TES retrievals.625
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633
634

Figure 10. Scatter plots of TES-SHIS brightness temperature differences as a function of635
brightness temperature and color coded in frequency bins, for Run 2298, Sequence 3,636
Scans 8 and 10.  The bold dashed lines are the 1-sigma standard deviation and the solid line637
is the mean.  TES V002 L1B radiances are used in the comparison.638
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644

Figure 11.  Scatter plots of TES-AIRS brightness temperature differences as a function of645
brightness temperature and color coded in frequency bins, for 43 global clear sky cases646
over the ocean.  The bold dashed lines are the 1-sigma standard deviation and the solid line647
is the mean.648
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